Background--Several devices have been proposed to assess arterial stiffness in clinical daily use over the past few years, by estimating aortic pulse wave velocity (PWV) from a single measurement of brachial oscillometric blood pressure, using patented algorithms. It is uncertain if these systems are able to provide additional elements, beyond the contribution carried by age and blood pressure levels, in the definition of early vascular damage expressed by the stiffening of the arterial wall.
T he evaluation of aortic pulse wave velocity (PWV) is a well-established method for assessing aortic stiffness, which represents a predictor of cardiovascular mortality and morbidity, independently of the main known risk factors for cardiovascular disease. 1 Currently, carotid-femoral PWV (cf-PWV) is widely accepted as a direct measurement of aortic stiffness and is recommended for this purpose. 2 In recent years, other ways of estimating PWV have been proposed, to overcome the limitation of cf-PWV, which requires carefully trained personnel. Assessment of aortic PWV was from a single measurement of oscillometric blood pressure (BP), using patented algorithms considering BP signal has been implemented in some devices. Moreover, the estimation of aortic PWV, calculated by an equation derived from the relationship of age and mean BP (ePWV), has demonstrated a predictive value in healthy subjects beyond traditional risk scores; thus, some might wonder about whether measuring cf-PWV by tonometry should remain the recommended approach. 3 The aim of our study was to compare the estimated algorithm-based PWV, provided by the Mobil-O-Graph system, with the standard noninvasive measurement of cf-PWV in Marfan syndrome (MFS) by tonometry. MFS is an autosomal dominant genetic disorder characterized by arterial stiffening attributable to altered synthesis of fibrillin-1 protein. This protein plays an important role in connective and elastic tissue morphogenesis. The prognosis in MFS is mainly determined by the progressive aorta enlargement, potentially leading to aortic dissection and sudden death at a young age. The synthesis of abnormal fibrillin-1 causes a change in the viscoelastic properties of the aorta, which involves an increase in the PWV. High values of PWV in patients with MFS are, therefore, related to the genetically induced structural alterations of the arterial wall. Thus, these alterations in arterial wall mechanical properties are related to the severity of genetic damage, regardless of age or BP values. Recent studies have shown that aortic diameter does not significantly correlate with mechanical and morphological tissue properties, and aneurismal diagnostic criteria based on aortic size do not provide sufficient indication of dissection or rupture potential. 4 These studies seem to support the importance of early diagnosis of aortic stiffening in defining the risk of rupture of an aortic aneurysm in MFS. Early detection of aortic dissection risk could radically change the prognosis of patients with MFS. Previous studies showed increased aortic stiffness [5] [6] [7] [8] and high values of PWV 9,10 in patients with MFS; these are independently associated with the aortic diameters at the sinuses of Valsalva and at the sinotubular junction (markers of aortic dissection risk), suggesting accelerated arterial aging. For these reasons, patients with MFS represent an ideal cohort to study the processes of early vascular aging.
Methods
Because the participants in this study had a genetic disease, to minimize the possibility of unintentionally sharing information that can be used to reidentify private information, a subset of the data generated for this study is available from the corresponding author on reasonable request.
Study Population
Participants were recruited in a reference center for MFS (Marfan Clinic, Sacco Hospital, Milan, Italy), from January 2018 to May 2018. Only patients, aged ≥14 years, who strictly satisfied the revised Ghent criteria for the diagnosis of MFS 11 were enrolled in the study. Patients underwent a clinical and dysmorphological evaluation, transthoracic echocardiography, and arterial tonometry on the same day. Genetic analysis was performed, when required by the Ghent criteria, at the Department of Molecular Genetics, Istituto Auxologico Italiano (Milan, Italy). Mutation screening, with the consent of the patient or of a guardian, was performed on genomic DNA extracted from peripheral blood cells. The entire coding region of the fibrillin-1 gene (FBN1) was screened by direct sequencing. Polymerase chain reaction fragments were sequenced using the BigDye Terminator Kit (Applied Biosystems, Foster City, CA) and analyzed on the ABI Prism 3500 automated sequencer (Applied Biosystems). The study was approved by the local Ethics Committee and performed according to ethical guidelines of the 1975 Declaration of Helsinki. All participants gave their written informed consent to the study procedures.
Estimation of Aortic Stiffness
All measurements were performed in the morning, in a quiet room at a stable temperature (20AE2°C). Every patient was introduced to the investigators, familiarized with the procedure and devices, and laid supine for at least 10 minutes on a hospital bed. During this time, the investigators identified the carotid and femoral sites suitable for recording the arterial waveforms and marked them with a dermographic pen. Two operators took care of one patient at a time: one operator handled the cuff-based devices (Mobil-O-Graph) on the left side of the patient, whereas the other operator dealt with the device measuring cf-PWV (PulsePen) on the patient's right side, as recommended by the ARTERY Society guidelines. 12 Measurements with PulsePen and Mobil-OGraph devices started simultaneously, after entering patient data into the respective software. A second measurement was performed after 10 minutes from the first one, reversing the role of operators: the operator who in the first acquisition had performed the tonometry in the second dealt with the measurements provided by the Mobil-O-Graph, and vice versa. PWV values provided by the Mobil-O-Graph
Clinical Perspective
What Is New?
• The Mobil-O-Graph uses an algorithm essentially based on age and blood pressure values, providing aortic pulse wave velocity values related to an ideal subject for a given age and blood pressure. In a cohort of patients with Marfan syndrome, the Mobil-OGraph has proved not to be able to evaluate early vascular aging or precocious subclinical vascular damage expressed by high pulse wave velocity.
What Are the Clinical Implications?
• The use of the Mobil-O-Graph and other devices applying similar algorithms strongly based on age and blood pressure values should be discouraged in clinical daily practice for the evaluation of early vascular aging by estimation of aortic pulse wave velocity.
were downloaded into the computer and calculated off-line and were, thus, not available during the test procedure. The PulsePen tonometer (DiaTecne srl, Milan, Italy) was used as the reference standard method for assessing cf-PWV, fully satisfying criteria fixed by ARTERY Society guidelines for validation of noninvasive hemodynamic measurement devices. 12 The procedure has been described previously. 13, 14 PulsePen is a pocket-size, high-fidelity tonometric sensor wirelessly connected to a laptop. PulsePen measures pulse wave transit time with the foot-to-foot method, identifying the wave foot by intersecting interpolating algorithm. 14, 15 This procedure to define the foot of the pressure wave represents an evolution of the traditional intersecting tangent algorithm, allowing a more stable and precise identification of wave foot and showing a reduction in the variability of measurements. 16 The software permits real-time quality checks by the operator, providing a "quality index" during the recording of 10 cardiac cycles. The PulsePen software allows the acquisition of pulse wave signals only if the overlapping of pulse waves is >85%. The PulsePen is characterized by a 1-kHz sampling rate. The PulsePen is marketed in 2 versions: the PulsePen-ETT, offered with 2 tonometric probes; and the PulsePen-ET, supplied with a single probe and an integrated electrocardiographic unit. In this study, cf-PWV was measured with the latter system, by sequential recordings of the arterial pressure waveform at the right common carotid and right femoral artery. cf-PWV was calculated as the distance between the sampling sites, divided by the time difference between the respective delays in the onset of femoral and carotid pulses with regard to the preceding R wave of an electrocardiographic recording. The distance traveled by the pulse waveform to the femoral artery site was estimated as 80% of the direct carotid-to-femoral distance, as recommended by a recent expert consensus document on the measurement of aortic stiffness in daily practice. 17 Carotidto-femoral distance was measured with a steel tape measure from the arterial marked points. BP was measured at the right brachial artery with a validated Omron-705IT oscillometric digital BP monitoring device during each tonometric pulse wave recording. The tested device evaluated in this study was the Mobil-OGraph (I.E.M. GmbH, Stolberg, Germany), 18 an automated oscillometric arm cuff-based ambulatory BP monitoring device. PWV values are derived from the inbuilt ARCSolver (Austrian Institute of Technology, Vienna, Austria) proprietary algorithm, which integrates age, central systolic blood pressure, and data derived from pulse wave analysis into a mathematical model. 18, 19 The aortic PWV was also estimated using in affecting PWV for each device. The agreement between PWV measurements was analyzed according to the analysis described by Bland and Altman. 22 In the first step, the data were plotted, and the line of identity was drawn to perform a visual inspection to gauge the degree of agreement between measurements. The regression line with coefficient of correlation was also reported. Second, the relative differences within each pair of measurements were plotted against the mean of the pair. The interoperator repeatability was assessed by considering the 2 measurements performed in each patient, and expressed as coefficient of repeatability (1.969SD of differences between 2 measurements). 22 As strongly recommended by Bland, 23 the within-subject coefficient of variation was calculated as the square root of the mean within-subject variance (r The number of enrolled patients followed the ARTERY Society recommendations for validation of noninvasive devices for assessing PWV. 12 A sample size of at least 90 patients was recommended by these guidelines. Considering a 15% dropout rate, 103 patients were enrolled.
Results
PWV measurements were obtained successfully in all the enrolled patients, 50 men, aged 38AE15 years. General characteristics of patients are shown in Figure 1 ). As shown in Table 2 , the interoperator coefficients of repeatability of PWV measurements, provided by PulsePen and Mobil-O-Graph, were 8.17% and 4.02%, respectively. Table 3 shows the change in heart rate and brachial BP values during the 2 measurements acquired by each device. (Figure 2) . Figure 3 shows the distribution of PWV values related to age (left panel) and systolic BP (right panel). In both cases, a significant underestimation of PWV assessed by Mobil-OGraph compared with cf-PWV is evident (P<0.0001). cf-PWV in patients with MFS was only weakly affected by age (r 2 =0.21).
On the contrary, aortic PWV, estimated by Mobil-O-Graph, was strongly related with age (r 2 =0.86).
The values of e 1 PWV (meanAESD, 7.3AE1.3 m/s) and e 2 PWV (meanAESD, 7.0AE1.1 m/s) were both significantly lower than measured cf-PWV (P<0.0001; average of differences between PWV values provided by the 2 methodsAE1.969SD=À1.5AE5.7 
Discussion
Currently, the Mobil-O-Graph is considered an attractive approach to estimate aortic PWV, performing easy and operator-independent measurements. The ARCSolver algorithm inbuilt in the Mobil-O-Graph was developed from invasive aortic PWV recordings in a large population of patients undergoing cardiac catheterization. According to the statements by the developers of the system, the ARCSolver algorithm estimates aortic PWV with a regression based on pulse waveform characteristics, age, and systolic BP. 18, 19 Validation studies showed a good agreement between PWV provided by Mobil-O-Graph and aortic PWV invasively assessed. 18, 19 Our study was designed to check if an algorithm essentially based on age and BP, which gives a reliable estimate of aortic PWV in the general population, is also able to identify conditions of early vascular aging. A population of patients with a diagnosis of MFS was involved in our study. MFS is characterized by abnormal fibrillin-1 synthesis, which causes degradation of the elastin fibers in the arterial wall, 4 higher interfibrillar spaces, and decreased elastin fiber concentration. 24, 25 The result of this process is increased aortic stiffness. 4, 9, 10, 26 The histological characteristics and the alterations in viscoelastic properties of the large arteries observed in young patients with MFS are similar to the alterations usually found in elderly individuals, 4 thus delineating in all respects a condition of early vascular aging. The main purpose of our study is, therefore, not only to study whether the Mobil-OGraph is able to evaluate vascular damage in patients with MFS, but rather to verify if the Mobil-O-Graph is able to identify a condition of early vascular aging. In recent studies, 9,10 our research group provided clear evidence that aortic stiffness evaluated as cf-PWV is significantly increased in patients with MFS, suggesting accelerated arterial aging. 4, 27 cf-PWV emerged as an independent predictor of aortic diameter at the sinuses of Valsalva and at the sinotubular junction, which are considered at present the most reliable markers of risk of aortic dissection in MFS. 28 Other rigorous studies, conducted with arterial tonometry, 29 echocardiography, 30, 31 or magnetic resonance imaging, 7, 8, 26, 32 highlighted that the evaluation of aortic viscoelastic properties, and particularly of aortic PWV, could have a relevant clinical role in the estimation of aortic dissection risk in MFS.
The cohort enrolled in this study included several young adults (52% aged 18-45 years), with BP values, on average, lower compared with the general population values. The reason for low BP values is not the syndrome itself, which is characterized by normal blood pressure, 33 but the use of antihypertensive medications as b blockers and angiotensin II type 1 (AT1) receptor antagonists, which are usually administered to patients for prevention of aortic complications to the maximal dosage allowed. 34, 35 The values of systolic and diastolic blood pressures, which were found in our patients, are in line with those of patients with MFS enrolled in recent pharmacological trials. 34, 35 The use of antihypertensive medications is likely the reason for the lack of relationship between BP values and age, observed in our population with MFS. Our study shows that, in our cohort with MFS, Mobil-OGraph delivered significantly lower PWV values than cf-PWV measurement and showed only a weak relationship with cf-PWV provided by PulsePen tonometer, as shown by the BlandAltman plot and analysis. cf-PWV was measured by skilled operators; the interoperator short-term repeatability was good and in line with previous studies performed by the same operators. 16, 36 Thus, the possibility of an operator-induced systematic error is unlikely.
In a general population, cf-PWV is significantly affected by age and BP values. 20, 37 In particular, aortic PWV increases exponentially with advancing age, 38, 39 and this increase is more pronounced in the presence of high BP values. 20 In our population with MFS, the multivariate analysis showed only a weak influence of age on cf-PWV (relative r 2 =14%), without any action of BP and heart rate. On the other hand, the algorithm used by the Mobil-O-Graph was essentially based on age 2 and systolic BP (r 2 =0.98), whereas the third component declared by the developers of the algorithm (ie, the pulse waveform characteristics) seems to impact weakly on the PWV provided by the ARCSolver algorithm. However, it cannot be excluded that the component derived from the analysis of pulse waveform is, in turn, strongly affected by age and/or the systolic blood pressure.
The PWV resulting from the Mobil-O-Graph can fit well with the real aortic PWV in the general population and can provide a relevant estimate of cardiovascular risk, relying on classic risk factors (age and blood pressure). On the other hand, this approach may not be able to provide additional prognostic information beyond that already supplied by these risk factors. Aortic PWV is currently considered an independent predictor of coronary heart disease and stroke, and its usefulness is mainly to reclassify the cardiovascular risk beyond traditional risk factors. 1 This main point of strength of PWV measurement may, thus, be lost when using the Mobil-OGraph to assess arterial stiffness in the single patient. Similarly, the estimation of PWV by equations derived by PWV reference values (e 1 PWV and e 2 PWV) yielded to a significant underestimation of aortic stiffness in patients with MFS. The Mobil-O-Graph and other systems using an algorithm-based approach to assess arterial stiffness cannot provide estimates of PWV values reflecting other factors beyond those included in the algorithm (ie, age and BP levels). The PWV values provided by the Mobil-O-Graph are related to an ideal subject for a given age and systolic BP, but may not be able to evaluate subclinical vascular damage expressed by high aortic stiffness in the individual patient, as shown in this population of patients with MFS.
The results of this study question the ability of algorithmbased systems, such as the Mobil-O-Graph, to provide an accurate evaluation of early vascular aging. Other factors beyond age and changes in BP levels might well play a role in this process. Indeed, a BP-based algorithm for evaluation of PWV could also lead to misleading results when exploring PWV in conditions in which BP changes significantly, as in response to pharmacological treatment, diet, and physical activity or after exposure to environmental factors. In these cases, PWV variations obtained through an algorithm considering BP values and age reflect changes in BP levels rather than real variations in arterial distensibility.
The main limitation of this study was the use of a noninvasive approach (cf-PWV) as a reference standard method for the assessment of aortic PWV. However, angiography is not a diagnostic method usually recommended in patients with MFS; thus, the use of invasive methods for this study was not ethically allowed, and the noninvasive recommended method for the assessment of aortic stiffness is currently considered cf-PWV.
2,40

Conclusions
The results of our study, even based on a small and rare population, seem to suggest that an algorithm-based system, such as the Mobil-O-Graph, could not be an adequate method to assess arterial stiffness. This is more evident in peculiar clinical conditions in which other factors beyond age and changes in BP levels might play a role, providing misleading clinical information in the single patient. These results should be confirmed by further studies conducted in different populations.
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